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INTRODUCTION 


The  Army  is  concerned  with  the  removal  of  dimethylmethylphosphonate  (DMMP) 
and  trimethylphosphate  (TMP)  from  water  by  treatment  with  activated  carbon.  In 
order  to  effectively  evaluate  the  removal  of  these  contaminants  from  water,  a  reli¬ 
able  method  is  required  to  measure  the  concentration  of  these  contaminants  present 
in  the  water  before  and  after  treatment.  Determination  of  these  compounds  in  pre¬ 
vious  contract  work  (DAAK11-78C-0132)  using  the  EPA  priority  pollutant  protocol 
gave  low  and  erratic  recoveries. 


OBJECTIVE 


The  purpose  of  this  study  is  to  test  and  evaluate  an  analytical  method,  provided  by 
the  Dept,  of  the  Army,  for  DMMP  and  TMP  in  aqueous" solution.  This  method  differs 
from  the  EPA  priority  pollutant  protocol  in  that  a  macroreticular  resin,  XAD-4,  will 
be  used  to  extract  DMMP  and  TMP  from  aqueous  solution. 
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III.  EXPERIMENTAL 


A.  Preparation  of  XAD-4  Resin  Columns 

All  of  the  Amberlite  XAD-4  resin  (Supelco,  Inc.,  Bellefonte,  Pa.)  used  in  this 
study  was  cleaned  prior  to  its  use  by  Soxhlet  extraction  of  80  -  90  g  aliquots 
of  the  resin  for  eight  hours  with  three  hundred  ml  of  methanol  (Burdick  and 
Oackson,  Inc.,  Muskegon,  Mich.).  Following  extraction,  the  clean  resin  was 
transferred  to  a  clean,  covered  one  liter  Erlenmeyer  flask  and  stored  under 
fresh  methanol  until  its  use. 

The  resin  columns  were  prepared  by  wet  packing  a  250  ml  Chromaflex  column 
(Kontes  Glass  Co.,  Vineland,  N.J.)  with  approximately  30  ml  of  the  methanol 
extracted  XAD-4  resin.  Each  resin  column  was  then  washed  with  200  ml  of 
methanol  followed  by  1000  ml  of  distilled  water  and  maintained  wet  until  intro¬ 
duction  of  the  sample. 


B.  Sample  Preparation 

One  liter  solutions  of  DMMP  and  TMP  containing  10,  20,  50,  100,  500,  and 
1000  ug/1  of  each  compound  in  equal  concentrations  were  prepared  by  serial 
dilution  (Table  I)  in  standard  water  as  defined  in  Section  IV  C.3  of  the  Quality 
Assurance  Program  for  the  U.  S.  Army  Toxic  and  Hazardous  Materials  Agency. 
Each  spiked  solution  was  then  passed  through  a  prepared  XAD-4  column  at 
a  flow  rate  of  approximately  five  ml  per  minute.  The  columns  were  subse¬ 
quently  eluted  with  two  hundred  ml  of  methanol,  which  was  collected  in  a 
250  ml  Kuderna-Danish  evaporative  concentrator.  The  methanol  extracts 
were  concentrated  to  ten  ml  at  50°C  under  a  gentle  stream  of  air  for  subse¬ 
quent  analysis  by  FPD-GC. 

Each  concentration  o^the  spiked  samples  was  run  twice  a  day  on  four  separate, 
but  not  consecutive,  days.  Two  blank  (unspiked)  samples  were  run  each  day 
that  spiked  samples  were  run. 


C.  Sample  Analysis 

Calibration  standards  containing  1  and  100  mg/1  DMMP  and  TMP  were  prepared 
in  methanol.  The  1  mg/1  calibration  standard  was  prepared  by  serial  dilution 
of  the  100  mg/1  standard. 

All  of  the  calibration  standards,  blank  extracts,  and  spiked  sample  extracts 
were  analyzed  by  FPD-GC  using  the  instrumental  operating  conditions  listed 
in  Table  II. 


TABLE  I 


Preparation  of  DMMP  and  TMP  Spiked  Solutions 


Volume  of  Stock 
Solution*  (ml) 

Final  Volume  of 

Spiked  Sample  (ml) 

Nominal  DMMP 
Cone,  (ur/1) 

Nominal  TMP 
Cone,  (ug/1) 

0.1** 

1000 

11.0 

10.3 

0.2** 

1000 

22.1 

20.6 

0.5** 

1000 

53 

51 

l.O** 

1000 

‘  no 

103 

5.0*** 

1000 

552 

514 

lO.O*** 

1000 

1103 

1028 

♦Stock  solution  composed  of  110.3  mg/1  DMMP  +  102.8  mg/1  TMP  in  distilled  water. 
♦♦Serial  dilution  made  with  an  Eppendorf  pipet. 

♦♦♦Serial  dilution  made  with  a  Mohr  pipet. 


TABLE  II 


GC  Operating  Conditions  for  DiViMP  and  TMP  Analyses 


Instrument; 

Recorder: 

Column: 

Column  Temperature; 

Injector/Interface 

Temperatures: 

Carrier  Gas: 

Sample  Size: 

Retention  Times; 


Perkin-Elmer  Model  3920B  GC  equipped  with  flame  photometric 
detector 

Hewlett-Packard  Model  3380A  Recording  Integrator 
6'  X  2  mm  LD.  glass  packed  with  80/100  mesh  Chromosorb  101 
210‘^C 

250°C 

50  ml/min.  helium 
2  -  4  ul 

Dimethylmethylphosphonate 
Trimethylphosphate 


5.3  minutes 
6.0  minutes 
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IV.  RESULTS 

All  of  the  raw  data  generated  by  this  study  as  well  as  the  recovery  and  precision 
data  obtained  for  DMMP  and  TMP  using  the  method  previously  described,  are  pre¬ 
sented  in  Tables  III,  IV,  V,  and  VI.  The  recoveries  of  DViMP  from  water  using  this 
method  ranged  from  56  -  69%  while  the  recoveries  of  TMP  ranged  from  61  -  86%. 
The  relative  standard  deviation  of  the  DMMP  results  for  this  procedure  ranged  from 
25  -  73%  (CL,  95%)  while  the  RSD  of  the  TMP  results  ranged  from  30  -  80%  (CL, 
95%).  The  empirical  detection  limits  for  both  DMMP  and  TMP  we^e  determined  to 
be  3  ug/1.  This  figure  is  roughly  consistent  with  the  Hubaux  -  VOS  detection  limits 
of  5.5  ug/1  DMMP  and  5.3  ug/1  TMP. 


V.  DISCUSSION 


While  the  recoveries  for  DMMP  and  TMP  are  generally  acceptable,  particularly  at 
the  lower  concentrations  of  each,  the  precision  of  this  method  is  generally  poor. 

To  a  large  extent,  the  poor  repeatability  of  this  method  is  due  to  the  outgassing  of 
air  from  the  aqueous  samples  as  they  pass  through  the  resin  column.  This  leads  to 
the  formation  of  air  pockets  within  the  column  which  in  turn  shift  the  resin  bed  and 
lead  to  channelling.  This  problem  is  particularly  acute  when  the  methanol  used  to 
elute  the  column  and  residual  sample  left  in  the  column  mix. 

In  any  event,  the  results  obtained  with  this  method  represent  a  substantial  improve¬ 
ment  over  the  results  obtained  with  the  EPA  priority  pollutant  protocol  in  the  pre¬ 
vious  contract  work.  However,  I  believe  that  comparable  recoveries  with  improved 
precision  could  be  obtained  with  liquid-liquid  extraction  by  "salting-out"  the  DMMP 
and  TMP.  This  approach,  if  successful,  could  significantly  reduce  the  amount  of  sam¬ 
ple  preparation  time  required  for  this  analysis. 


^Hubaux,  A.  and  Vos,  G.,  Analytical  Chemistry^,  8^9-885  (1970). 
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TABLE  III 

Recovery  of  DMMP  from  Water 


Nominal  DMMP  _ Recovered  DMMP  Cone. (ur/1) 


Cone,  (ug/l) 

#1 

#2 

#3 

ill 

ill 

£6 

ill 

#8 

11.0 

9.9 

9.1 

6.7 

7.3 

3.6 

6.5 

5.7 

5.4 

22.1 

19 

13.7 

17 

19 

9.9 

9.1 

8.2 

8.6 

55 

26 

41 

46 

47 

39 

28 

29 

22 

110 

82 

62 

66 

73 

89 

59 

62 

62 

552 

443 

403 

443 

379 

359 

376 

330 

312 

1103 

583 

839 

753 

612 

509 

591 

613 

440 

Blank 

4  3 

43 

43 

43 

43 

43 

43 

4  3 

TABLE  IV 


Recovery  of  TMP  from  Water 


Nominal  TMP  _ Recovered  TMP  Cone,  (ug/l) 


Cone,  (ug/l) 

il 

itl 

ill 

ill 

m 

ill 

ill 

ill 

10.3 

6.6 

5.9 

5.2 

7.0 

4.6 

8.1 

6.4 

6.7 

20.6 

26 

21 

24 

25 

12 

12 

8.2 

13 

51 

34 

56 

58 

58 

39 

34 

31 

30 

103 

104 

86 

88 

85 

80 

65 

75 

69 

514 

503 

537 

494 

518 

368 

364 

366 

331 

1028 

609 

907 

954 

906 

575 

721 

743 

503 

Blank 

43 

43 

43 

4  3 

4:3 

43 

^3 

43 
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INTRODUCTION 

The  Army  is  concerned  with  the  removal  of  dimethylmethylphosphonate  (DMMP) 
and  trimethylphosphate  (TMP)  from  water  by  treatment  with  activated  carbon.  In 
order  to  effectively  evaluate  the  removal  of  these  contaminants  from  water,  a  reli¬ 
able  method  is  required  to  measure  the  concentration  of  these  contaminants  present 
in  the  water  before  and  after  treatment.  Determination  of  these  compounds  in  pre¬ 
vious  contract  work  (DAAK11-78C-0132)  using  the  ERA  priority  pollutant  protocol 
gave  low  and  erratic  recoveries. 


OBJECTIVE 


The  purpose  of  this  study  is  to  test  and  evaluate  an  analytical  method,  provided  by 
the  Dept,  of  the  Army,  for  DMMP  and  TMP  in  aqueous  solution.  This  method  differs 
from  the  EPA  priority  pollutant  protocol  in  that  a  macroreticular  resin,  XAD-4,  will 
be  used  to  extract  DMMP  and  TMP  from  aqueous  solution. 


9 


TABLE  V 


Statistical  Analysis  of  DiViMP  Recovery 


Number  of 

Nominal  DMMP 

Recovered  DMMP  Cone,  (ug/l) 

%  Recovery 

Based  on  Mean 
Recovered 

RSD,  ' 

Observations 

Cone,  (uk/1) 

Mean 

Range* 

SD  (2oJ 

Amount 

CL,  95 

8 

11.0 

6.8 

6.3 

if.O 

62 

59 

8 

22.1 

13.1 

10.8 

9.6 

59 

73 

8 

55 

35 

25 

20 

64 

55 

8 

110 

69 

30 

20 

63 

30 

8 

552 

381 

131 

96 

69 

25 

8 

1103 

618 

399 

254 

56 

41 

8 

Blank 

Z.3 

— 

— 

— 

-- 

*Range 


=  maximum  value  -  minimum  value 
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TABLE  VI 


Statistical  Analysis  of  TMP  Recovery 


Number  of 
Observations 

Nominal  TMP 
Cone,  (ug/1) 

Recovered 

Mean 

TMP  Cone.  (upVD 
Range*  SD  (2o) 

%  Recovery 

Based  on  Mean 

Recovered 

Amount 

RSD,  % 
CL,  95% 

8 

10.3 

6.3 

2.4 

2.2 

61 

34 

8 

20.6 

17.7 

17.8 

14.2 

86 

80 

8 

51 

43 

28 

26 

84 

60 

8 

103 

82 

39 

24 

80 

30 

8 

514 

435 

206 

170 

85 

39 

8 

1028 

740 

451 

340 

72 

46 

8 

Blank 

43 

— 

— 

— 

♦Range 


maximum  value  -  minimum  value 


